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I. INTRODUCTION
Absorbance measurements have crucial importance in all chemical processes where concentration measurement is required and particularly, when variation of concentration over time is needed as a direct measurement of a chemical reaction velocity. For a given compound and length of the light path in the medium, absorbance has a linear dependence on concentration (Beer's law) [l] .
Spectrometers are generically used for absorbance, transmittance and concentration measurements but the cost of these instruments is typically high. The present paper presents a low-cost solution with enough accuracy for industrial applications with low accuracy requirements. The solution presented takes advantage of low-cost hardware components and of signal processing performed by a programmable microcontroller (PIC 16F877)[2] and pays particular attention to several system's errors minimization like: optical power source variations, ambient lighting noise and analogue-to-digital converter errors. Auto-calibration capabilities [3] and a ratiometric measurement method are used to cancel common errors of the measurement chain.
Main applications of the measurement system are in the classification and concentration evaluation of solutions, and in the interpolation of absorbance measurements.. Other potential application of the system is color measurement of the water that together with turbidity measurements [4] [5] can deliver important parameters for water quality evaluation. Figure 1 represents the measurement system block diagram that includes, besides the optical part, a conditioning circuit with a programmable gain amplifier (PGA), a programmable microcontroller (PIC) and a display to represent measured values. A twc-stage measurement scheme is considered in order to overcome common errors of the measurement system. In the first stage, the sample solution is placed in h-ont of the light beam and three colored light-tevoltage converters measure the msmitted power. In a second stage, the reference, or blank, solution is placed in front of the light beam and the transmitted (incident) optical power is measured. Vacuum, air, distilled water or any standard solution, with the same composition of the sample solution (comparative measurements), can be used as reference. The solution to be measured and the reference medium are placed in standard 10 mm path-length cells. An additional calibration procedure can be considered if a standard solution is available. In this case, the relative sensitivities of the optical detectors can he evaluated and the correspondent calibration coeficients used for error compensation. These features represent an autecalibration capability of the measurement system that improves its accuracy.
II. SYSTEM DESCRIPTION

A. Light Source
The optical source selection, which affects directly the performance of every optoelectronic measurement system, is based on a compromise among the following characteristics: brightness, spectrum bandwidth, size and lifetime. The lamp and reflector chosen have the following main characteristics: I ) lamp -5.0 V, 0.44 A, 2.2 W, 2.0 candle power, 2750
Kelvin color temperature and 1000 life hours; 2) reflectorparabolic with 0.50" diameter and overall length, 0.189" ream, 0.07" focal distance. Figure 2 represents the optical source spectrum that exhibits a power variation lower than 10 dB in the bandwidth of interest. 
B. Detectors
The transmitted light through the solution is detected hy a set of three colored light-tevoltage converters. Figure 3 represents the electrical diagram of the selected detectors (TSLB257, TSLG257 and TSLR257). The detectors are bighsensitivity and low-noise light-trwoltage converters that include in a compact 3-leaded plastic package the following main elements: a color filter, a photodiode and a transimpedance amplifier. The output voltage is directly proportional to the filtered light intensity (irradiance), on each photodiode, and the maximum wavelength sensitivities for blue, green and red detectors is 470 nm, 565 nm and 635 nm, respectively. Each device has a transimpedance gain of 320 MC2, a dark voltage lower than 15 mV and an integrated r.m.s. (root mean square) noise voltage (dc to 1 &) lower than 200 pV. Transimpedance amplifier transfer function is given by: d e r e Vo represents the output voltage and IL the input current that is proportional to the light intensity detected hy the photodiode.
Internal RC components assure a time constant of approximately 70 ps, which mean that the cut-off fiequency of the low-pass filter is about 2.27 !dz. The output volrage (Vu) depends mainly on the solution absorbance and on the photodiodc spectral responsitivity (Figure 4 ). 
" t
mn, where f, represents the spectral responsitivity of each photodiode. g the solution absorbance, and hmin, and hmax, arc the wavelengths associated with the bandwidth of each photodiode.
C. Signal Conditioning
Signal conditioning [6] includes a PGA whose gain is automatically adjusted according to its input voltage level in order to minimize relative errors that are specially important when solution absorbance is high. A ratiometric measurement of incident and transmitted optical powers makes system's accuracy independent of source intensity variations and other common errors of the measurement chain, like temperahue and ambient light. Offset and gain errors of PIC'S analog-tedigital converter (ADC) are also cancelled by using ground and full-scale (FS) amplitude measurements. Figure 5 represents the schematic diagram of the conditioning circuit that includes an instrumentation amplifier (AD524) whose gains of 10-100-1000 are automatically selected by the PIC. If VM and VR represent the voltages that come from the. sample solution and fiom the reference medium, the absorbance for a given wavelength (1) is given by:
where Po is the optical incident power, P is the optical transmitted power through the sample solution, G, and Gn represent the selected gain for sample and reference medium
III. A N N PROCESSING
Signal processing is required to extract the required information from sensors output voltages. Considering the typical non-linear response of the detectors (Figure 4 ) a neural processing structure [7-91 with three neural networks is considered: one network is used to class@ the solution (NN classif), another is used to obtain the tested solution concentration (NN conc.) and the thiid is used to obtain the absorbance behavior of the tested solution for different wavelenghts (NN abs) (Figure 6 ). The structure implemented exhibits a good performance even when training of the individual networks uses low size data sets [IO] . Besides the general advantages of the usage of neural networks [l I], in this particular case their capacity to pattern recognition is used to identify the type of the solution and their capacity to model non-linear systems behavior ( Figure  7) is used to interpolate and extrapolate absorbance measurement data.
A. Solution Classification (Pattern Recognition)
miasurements, respectively.
For transmittance measurements' the output "Itages ' Om the light converters are acquired and the ratio between transmitted and incident power is computed to provide the transmittance measurement. In this case, the transmittance for a given wavelength (1) is given by: To exemplify let us consider that the solution to classify belongs to a universe of three solution types (e.g.. methylene blue, eosin blueish and eosin yellowish), as depicted in Figure 6 (NN classif). Then, a three input, threeoutput multiplayer perceptron NN can he used. Referring to the training set, it includes the normalized values of the acquired voltage of TSLB257 (blue sensor), TSLG257 (green sensor) and TSLR2.57 ( 
B. Concentration Evaluation
For concentration evaluation a three layers perceptron neural network is also used. The bidden layer neurons have also tansignoid activation functions and the dependence between the number of bidden neurons and the NN performance is presented in Figure 8. nham Fig. 8 . The evolution of NN mnc test error versus the SSE training stop condition and the number of neurons on the hidden layer.
Analyzing the figure it is possible to conclude that the optimal solution is 14 tansignoid neurons in the hidden layer. The error in this case is smaller than 0.05 ppm. As output layer is used one linear neuron that delivers the concentration information. The set used to train the network is the same used to train NN classif. After the training phase, the NN is tested using different solutions with concentrations included in the [0.01, 501 ppm interval.
C. Absorbance Characteristic Evaluation
The interpolation and extrapolation capabilities of neural networks are used to obtain the absorbance values for the different type of solutions of a given concentration. Training data is obtained using a spectrometer UNICAM 5625 series.
The NN used (NN abs) has three inputs and one output perceptron. The number of bidden tansignoid neurons is equal to 10 and the w i g stop condition is expressed by SSEsrop<lE-4.
IV. RESULTS
A. Solution ClassiJicorion
Several results regarding solution classification are presented in Figure 9 under the form of detection rate (DR) versus threshold value, 6. The results are experimental and obtained for different test sets. The detection rate @R) is calculated using the following formula:
where nrd is the number of values for classification and I & , , is the number of correct classifications. Considering previous results a threshold of 0.3 is used in order to maximize detection rate.
B. Concentration Evaluation
As shown in Figure 8 for a particular type of solution (eosin blueish), for the selected number of hidden neurons (14) and stop condition (1E-4), the error in concentration evaluation using the measuring system is 2 x 10' ppm in the worst case. This value corresponds to relative errors much smaller than 1%. Thus, it is fairly safe to say that the system allows concentration measurements with 1% inaccuracy.
C. Absorbance Evaluation
Considering that the solution type and concentration are known, Beer's law establishes, for low solution concentrations (c<lE-2 M), a linear dependence between absorbance and concentration:
where A is the absorbance, E the absortivity of the dissolved compound, b the optical cell length and c solution's concentration. Theoretidy in a logarithmic scale, the curves of absorbance for different concentrations can be obtained by translation. However practical results shows significant deviations kom Beer's law even for low concentrations. To test the interpolation capabilities of the neural network (NN abs) in foreseeing the absorbance results of a solution of a given concentration, two solutions of eosin blueish with different concentrations values are considered, C1=5E-j M and C2=5E-6 M, and the correspondent spectrometer data is used to train the NN abs. After the training phase, the NN abs is tested using eosin blueish solution characterized by C3=(Cl+C2)/2. The normalized absorbance evolution obtained in the test phase for the three concentrations is shown in Figure 11 . Referring to the results obtained for C3 using the NN abs, the absorbance evaluation relative error is calculated using data obtained with the spectrometer. Error results are presented in Figure 12 that reveals a relative errors smaller than 3%. It should be noted that since the ahsorvity is a function of the wavelength, it is only possible to obtain the curve of C3 fiom curves relative to C1 and C2 if that dependence in known.
